Dislocation of a non-functional transvenous ventricular pacemaker lead in a child 6 years following abandonment.
This case report describes for the first time a late dislocation of an abandoned transvenous ventricular pacemaker (PM) lead in a child. Further management of this complication and the importance for follow-up of PM leads are discussed.